Introducing the use of a simple nerve stimulator and locator for intraoperative use.
We found that this simple nerve stimulator which gave a direct current of 4.8 volts, 0.1 to 1.5 mA and 2.0 mA pulse of 60 cycles/min using 9 volts dry cells was useful for peripheral nerve surgery. It is cheap and easy to maintain. Surgeons who are interested in this simple nerve stimulator can adopt this idea themselves or can contact the authors.